make your 
Alternator 
Service Work 
quick 
and easy. . . 
with the 
new 



RECTIFIER 

DIODE 

TESTER 

model RDT 



The Sun Model RDT provides 
complete, easy-to-use facilities for testing 
plate or diode type rectifiers. Tests diodes 
"IN” or "OUT” of the alternator 
and immediately indicates whether diodes 
are GOOD, OPEN or SHORTED. 


PRICE $ 38 °° EACH 

• Price includes all shipping and handling 
charges. 

• Please add applicable State and Local taxes 
to price shown. 


'?eatu%ed; 


• Highly sensitive, 4" D'Arsonval, center zero type, DC Am- 
meter graduated in 1/10 ampere increments. 

• Sturdy, shockproof construction — attractive bakelite case 
with convenient handle, measures 8" x 5" x 3". 

• Operates on standard 115V AC supply. 

• Equipped with 10 foot, 3 conductor power cord and 40 
inch test leads. 

• Includes easy-to-follow testing instructions. 


SUN ELECTRIC 

1 

’ Order Direct from the factory 

■ 

1 Please send me - Sun Rectifier Diode Testers Model RDT (a $38.00 each. 

CORPORATION 

j Enclosed please find □ Money Order O Check n P.O. 

Harlem & Avondale 

Chicago, Illinois 
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1 Company Nnme 

■ 



J Address 

•5 

693-495 

Printed in U.S.A. 
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